Early atherosclerosis changes perfusion of the arterial wall due to localized proliferation of the vasa vasorum. When contrast agent passes through the artery, some enters the vasa vasorum and increases radiopacity of the arterial wall. Technical challenges to detecting changes in vasa vasorum density include the thin arterial wall, partial volume averaging at the arterial lumen/wall interface and calcification within the wall. We used a photon-counting spectral CT scanner to study carotid arteries of anesthetized pigs and micro-CT of these arteries to quantify vasa vasorum density. The left carotid artery wall was injected with autologous blood to stimulate vasa vasorum angiogenesis. The scans were performed at 25-120 keV; the tube-current-time product was 550 mAs. A 60 mL bolus of iodine contrast agent was injected into the femoral vein at 5mL/s. Two seconds post injection, an axial scan was acquired at every 3 s over 60 s (i.e., 20 time points). Each time point acquired 28 contiguous transaxial slices with reconstructed voxels 0.16 x 0.16 x 1 mm 3 . Regions-of-interest in the outer 2/3 of the arterial wall and in the middle 2/3 of the lumen were drawn and their enhancements plotted versus time. Lumenal CT values peaked several seconds after injection and then returned towards baseline. Arterial wall CT values peaked concurrent to the lumen. The peak arterial wall enhancement in the left carotid arterial wall correlated with increased vasa vasorum density observed in micro-CT images of the isolated arteries.
INTRODUCTION
Vasa Vasorum, the microscopic vessels that perfuse the muscular wall of the coronary and carotid arteries, have been considered, for several decades, to have a role in the development of atherosclerotic changes in those arterial walls. 1, 2 The severity of atherosclerotic plaque formation has been shown to be associated with an increased spatial density of local vasa vasorum in the arterial outer wall (adventitia).
3, 4 As the increase in density of vasa vasorum tends to precede the development of plaques that encroach on the arterial lumen, we propose that quantification of arterial wall vasa vasorum density will provide a means of early detection of plaque development prior to development of arterial lumen narrowing. As the new vasa vasorum that develop tend to be more fragile than normal, they are leakier and prone to overt hemorrhage, which could be a cause of plaque rupture. 5 The quantification of vasa vasorum in human subjects presents several technological challenges. Use of intra-arterial ultrasound and optical coherent tomography have been shown 6, 7 to allow visualization of vasa vasorum and thereby allowing counting of the number-density of vasa vasorum. However, these methods involve selective catheterization of the arteries of interest. Use of computed tomography during passage of a bolus of contrast agent through the vasa vasorum would be less invasive. However, CT imaging has to overcome the following difficulties:
Limitations in spatial resolution:
(i) As vasa vasorum diameters range between 5 and 150 micrometer, it is unlikely that these can be resolved, and thereby counted, using clinically relevant CT scanners which generally have voxel resolution down to 300 micrometer.
(ii) The radius of the lumen of a carotid artery is approximately 3 mm. The arterial wall thickness is about 30 % of this arterial lumen radius. 8 The wall, in turn, consists of the adventitia (outer two thirds of the wall thickness) and the inner media and intima occupying the inner third of the wall.
Blood volume in vasa vasorum
The fraction of the cross-section area of the arterial wall that consists of the vasa vasorum lumen is about 10-15 %, hence the increase in opacity of the adventitia would be up to 10-15 % of the opacity in the arterial lumen when both contain the same concentration of contrast agent. 
CT image signal-to-noise constraint
The CT image signal-to-noise constraint can be alleviated by increasing the number of CT image voxels used to sample a region within the arterial wall and/or increasing the size of the voxels. The problem with increasing the size of the sampling ROI is that this would increase the chance that a local increase in vasa vasorum density being "diluted" by regions of the wall without the angiogenesis. Hence, the ROI location has to be fashioned so as to optimize the trade-off between decreasing noise versus "dilution". Another problem with larger voxels is the increase of the partial volume effects caused by the inclusion of the outer lumen and/or regions outside the arterial wall which are straddled by the larger CT image voxels.
Arterial wall calcification
Atherosclerosis frequently results in calcification of the arterial wall. 10 Hence, this opacification could corrupt the opacification due to the contrast agent. While the calcium content and distribution in the wall could be determined from a non-contrast scan, this would involve additional radiation exposure. Material decomposition of calcium from spectral CT image data would be performed in a single scan performed during the opacified stage.
Radiation exposure
The high spatial and density resolution required for the quantification of arterial wall opacification requires radiation exposure commensurate with the voxel size and contrast to noise ratio in the CT image. Photon counting reduces the image noise and suitable selection of the spectral energy bin maximizes the contrast.
METHODS
Our animal study was approved by our Institutional Animal Use and Care Committee.
Animal model
We used a porcine model of enhanced vasa vasorum density in arterial wall originally developed for use in rabbit. 6 After anesthesia was induced (Telazol/Ketamine/Xylazine), both carotid arteries were exposed via a mid-line incision of the neck. The left arterial wall was injected in about six sequential locations between the carotid artery bifurcation and a caudal location about 6-7 cm proximal. A 0.1 mL aliquot of autologous blood was injection at each location. The right carotid artery (control) was also exposed but its wall was not injected. The neck incision was closed and the animal allowed to recover from the anesthesia. After six weeks, the animal was re-anesthetized and its neck scanned in our research photon counting CT scanner.
11 Twenty-eight, 1 mm thick, transaxial slices incremented at of 0.5 mm intervals (i.e., total cephalo-caudal extent 14 mm) were scanned over a 1.0 second period and repeated every 2 seconds over a 60 second period. After a 15 minute interval (to allow the blood concentration to return towards the pre-injection level), we repeated that scan and associated contrast injection 25 mm more caudal along the neck so as to sequentially cover the arterial region-of-interest. Coincident to the start of the CT scan a bolus of 1 mL/kg body weight, iodine-based, contrast agent (Omnipaque ® 350 (Iohexol), GE Healthcare, Inc.) was injected into the femoral vein at 5 mL/second followed by a 30 mL saline chaser. The detector pixel size at the axis of rotation was 450 micrometer and the CT image voxel size was 160 micrometer. CT images corresponding to photon energies of 25-120 keV, 25-52 keV and 52-120 keV were obtained at 120 kV and 550 mAs. When the scans were completed, the animal was euthanized and the carotid arteries exposed and injected with Microfil ® (Flow Tech, Inc., Carver, MA), a lead-doped silicon-based polymer which hardens after several hours.
Micro-CT of the excised carotid arteries
The Microfil ® -containing carotid arteries were removed from the animal and immersed in a formalin solution overnight. Next, the arteries were placed in a thin-walled plastic cylinder and encased with paraffin. This specimen was then scanned at 18+/-1 keV in our bench-top micro-CT scanner 13 at 20 micrometer detector pixel resolution. Those 20 µm x 20 µm pixel projection data were also used to bin contiguous detector pixels to generate 40 µm x 40 µm, 80 µm x 80 µm, 160 µm x 160 µm, 320 µm x 320 µm and 480 µm x 480 µm sized effective detector pixels. Those reformatted projection data were then used to reconstruct 3D CT images consisting of cubic voxels equal to the pixel side dimension.
In vivo CT and micro-CT image analysis
The in vivo CT and micro-CT image data were analyzed by use of two concentric annular regions-of-interest of equal area. As illustrated in Figure 1 , the radius of the outer outline was positioned at 1.3 times the lumen radius from the center of the lumen. The inner location of the outer and inner, annular, regions of interest (ROI) corresponding to the adventitia were set at 1.3 and 1.13 of the lumen radius, and the surface of the central ROI at 0.75 of the lumen radius. This geometry ensured that the inner-most annular ROI was well within the lumen and that the outer annular ROI covered just the arterial wall adventitia. The region between these two ROIs covered the interface between the wall and the lumen, hence it would be subject to partial volume effects at all voxel dimensions, and hence its data were not analyzed. 
Removal of lumen opacification on micro-CT image data
The micro-CT image data, previously reconstructed from the original and reformatted projection data, were again reconstructed after the contrast in the lumen was "removed". This lumen contrast "removal" from the 20 µm image was accomplished by replacing the attenuation value in the main lumen ROI with a background attenuation value. The CT image data was forward-projected to create a new set of projection data. These projections were then reformatted into the larger detector pixels and reconstructed with the usual tomographic process. This created a set of reconstructed axial images with low attenuation in the lumen. All micro-CT values were in 1,000/cm.
RESULTS
The results from the micro-CT image analyses are as follows: 3.1. The micro-CT data Figure 2 . Volume-rendered display of the micro-CT images. Radiopaque Microfil ® polymer fills the main lumen of the two carotid arteries and their surrounding vasa vasorum. Note, the great increase in vasa vasorum in the artery that had its wall injected with autologous blood. 
DISCUSSION
We used the carotid artery as surrogate for coronary arteries for two reasons. First, we could not easily apply the arterial preparation (i.e., injection of autologous blood into the arterial wall) to the coronary arteries as this would involve a thoracotomy. Secondly, the carotid arteries are not subject to the considerable cardiogenic movement experienced by the coronary arteries and the research scanner was not equipped with a cardiac-gated scan mode to address the motion of the coronary arteries. Third, the neck diameter allowed the scan field of view of the photon counting detector array to contain the entire neck cross section. Atherosclerosis is a systemic disease of the arterial wall, and the carotid artery is a reasonable surrogate for the coronary artery in terms of incidence and severity of atherosclerosis. 14 We chose the vasa vasorum as an index of early atherosclerosis for two reasons. First is the close relationship between the increase in vasa vasorum density in proportion to plaque size, 3 which is important as this might allow detection of early plaque formation prior to their encroachment on the arterial lumen. 8 Secondly the newly formed (and therefore probably more fragile) vasa vasorum are likely a major contributor to of hemorrhage into the plaque and indeed into the arterial lumen, ie the cause of the ruptured "vulnerable" plaque. 5, 15, 16 Although not present in this animal model, calcification with the arterial wall is a common phenomenon in the presence of atherosclerosis. Hence, in the clinical situation, the calcium must be distinguished from the opacification due to the contrast agent within the wall. Material decomposition can achieve this provided suitable spectral x-ray CT is available.
Although there are several imaging methods used to detect and quantify atherosclerotic plaques, 16, 17, 18 CT as a method for quantifying vasa vasorum density is minimally invasive. The goal of our work is to develop a technique that detects pre-symptomatic atherosclerosis, i.e., before there is an acute arterial lumen occlusion or narrowing of the lumen by the large plaque. This means we need to consider a method that is minimally invasive. Additionally, the overall speed and general availability of a CT examination is convenient for patients and would allow high patient throughput. The CT method has two weaknesses that need to be addressed. One is that the radiation exposure needs to be consistent with existing exams for patients who are asymptomatic, i.e., likely to present because of a family history of early coronary artery disease or stroke. This will require a trade-off between CT image spatial resolution and signal-to-noise ratio versus the radiation exposure needed to achieve the require image quality. The use of photon counting and multi-energy CT imaging with the reduced electronic noise, higher iodine contrast-to-noise-ratio, and potential for improved spatial resolution, may contribute to minimizing the radiation exposure needed. The possible role of algorithmic methods to reduce radiation exposure has yet to be established.
CONCLUSION
In this animal model, the micro-CT estimate of arterial wall vasa vasorum density was quite comparable to that seen in the whole-body CT scan. The increase in carotid artery adventitial radiopacity is related to the increase in vasa vasorum density of adventitia. Hence, we conclude that this signal may be useful for detection of early onset of atherosclerosis.
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